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(5) The panel recommendation is pub-
lished in the FEDERAL REGISTER as
soon as practicable and interested per-
sons are provided an opportunity to
comment on the recommendation.

(6) Within 90 days after the panel’s
recommendation is received (and no
more than 210 days after the date the
petition was filed), the Commissioner
denies or approves the petition by
order in the form of a letter to the pe-
titioner. If the Commissioner approves
the petition, the order will classify the
device into class I or class II in accord-
ance with the criteria set forth in
§ 860.3(c) and subject to the applicable
requirements of § 860.93, relating to the
classification of implants, life-sup-
porting or life-sustaining devices, and
§ 860.95, relating to exemptions from
certain requirements of the act.

(7) Within a reasonable time after
issuance of an order under this section,
the Commissioner announces the order
by notice published in the FEDERAL
REGISTER.

[43 FR 32993, July 28, 1978, as amended at 57
FR 58404, Dec. 10, 1992]

§ 860.136 Procedures for transitional
products under section 520(l) of the
act.

(a) Section 520(l)(2) of the act applies
to reclassification proceedings initi-
ated by a manufacturer or importer for
reclassification of a device currently in
class III by operation of section
520(l)(1) of the act. This section applies
only to devices that the Food and Drug
Administration regarded as ‘‘new
drugs’’ before May 28, 1976.

(b) The procedures for effecting re-
classification under section 520(l) are
as follows:

(1) The manufacturer or importer of
the device files a petition for reclassi-
fication of the device in accordance
with § 860.123.

(2) Within 30 days after the petition
is filed, the Commissioner notifies the
petitioner of any deficiencies in the pe-
tition that prevent the Commissioner
from making a decision on it, allowing
the petitioner to supplement a defi-
cient petition. Within 30 days after any
supplemental material is received, the
Commissioner notifies the petitioner
whether the petition, as supplemented,
is adequate for review.

(3) The Commissioner provides the
petitioner an opportunity for a regu-
latory hearing conducted in accordance
with part 16 of this chapter.

(4) The Commissioner consults with
the appropriate classification panel
with regard to the petition in accord-
ance with § 860.125.

(5) Within 180 days after the petition
is filed (where the Commissioner has
determined it to be adequate for re-
view), the Commissioner, by order in
the form of a letter to the petitioner,
either denies the petition or classifies
the device into class I or class II in ac-
cordance with the criteria set forth in
§ 860.3(c).

(6) Within a reasonable time after
issuance of an order under this section,
the Commissioner announces the order
by notice published in the FEDERAL

REGISTER.
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Subpart A—General

§ 861.1 Purpose and scope.

(a) This part implements section 514
of the Federal Food, Drug, and Cos-
metic Act (the act) with respect to the
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establishment, amendment, and rev-
ocation of performance standards ap-
plicable to devices intended for human
use.

(b) The Food and Drug Administra-
tion may determine that a performance
standard, as described under special
controls for class II devices in § 860.7(b)
of this chapter, is necessary to provide
reasonable assurance of the safety and
effectiveness of the device. Perform-
ance standards may be established for:

(1) A class II device;
(2) A class III device which, upon the

effective date of the standard, is reclas-
sified into class II; and

(3) A class III device, as a condition
to premarket approval under section
515 of the act, to reduce or eliminate a
risk or risks associated with such de-
vice.

(c) References in this part to regu-
latory sections of the Code of Federal
Regulations are to chapter I of title 21
unless otherwise noted.

[45 FR 7484, Feb. 1, 1980, as amended at 45 FR
23686, Apr. 8, 1980; 57 FR 58404, Dec. 10, 1992]

§ 861.5 Statement of policy.
In carrying out its duties under this

section, the Food and Drug Adminis-
tration will, to the maximum extent
practical:

(a) Use personnel, facilities, and
other technical support available in
other Federal agencies;

(b) Consult with other Federal agen-
cies concerned with standard setting
and other nationally or internationally
recognized standard-setting entities;
and

(c) Invite participation, through con-
ferences, workshops, or other means,
by representatives of scientific, profes-
sional, industry, or consumer organiza-
tions who can make a significant con-
tribution.

§ 861.7 Contents of standards.
Any performance standard estab-

lished under this part will include such
provisions as the Food and Drug Ad-
ministration determines are necessary
to provide reasonable assurance of the
safety and effectiveness of the device
or devices for which it is established.
Where necessary to provide such assur-
ance, a standard will address (but need
not be limited to):

(a) Performance characteristics of
the device;

(b) The design, construction, compo-
nents, ingredients, and properties of
the device, and its compatibility with
power systems and connections to such
systems;

(c) The manufacturing processes and
quality control procedures applicable
to the device;

(d) Testing of the device on either a
sample or a 100-percent basis by the
manufacturer, or, if it is determined
that no other more practical means are
available to the Food and Drug Admin-
istration to assure the conformity of
the device to the standard, providing
for testing by the Food and Drug Ad-
ministration or a third person to en-
sure that the device conforms to the
standard;

(e) The publication of the results of
each test or of certain tests of the de-
vice to show that the device conforms
to the portions of the standard for
which the test or tests were required;

(f) Manufacturers’ certification to
purchasers or to the Food and Drug Ad-
ministration that the device conforms
to the applicable performance stand-
ard;

(g) Restrictions on the sale and dis-
tribution of the device, but only to the
extent authorized under section 520(e)
of the act;

(h) The use, and the form and con-
tent, of labeling for the proper installa-
tion, maintenance, operation, and use
of the device. Among the provisions
that may be required in the labeling
are warnings; storage and transpor-
tation information; expiration dates;
the date and place of manufacture; the
results that may be expected if the de-
vice is used properly; the ranges of ac-
curacy of diagnostic information; in-
structions regarding the proper care of,
and the proper components, acces-
sories, or other equipment to be used
with the device; and statements con-
cerning the appropriate patient popu-
lation, for example, a statement that
the device is considered safe and effec-
tive only when used by, or in the treat-
ment of, a patient who has been tested
by particular designated procedures
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